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Introduction 


This  constitutes  the  final  report  for  research  conducted 
under  the  auspices  of  Grant  No.  DAMD17-85-G-5036 ,  for  the  project 
period  7-1-85  through  1-1-87.  This  should  be  considered  as 
continuation  of  a  previous  final  report,  submitted  for  Grant  No. 
DAMD17-84-G-5012 ,  covering  the  period  6-18-84  through  6-17-85. 


The  overall  objectives  of  the  work  conducted  under  the 
auspices  of  these  grants  have  been  to  develop  novel  methods  based 
on  tlie  concepts  of  stable  isotope  tracers  for  specific 
applications  to  studies  of  exercise  under  heat  stress  in  military 
personnel.  In  the  previous  grant  period  (6-18-84  through  6-17- 
85)  stable  isotope  methods  were  developed  to  permit  initiation  of 
studies  related  to  dynamics  of  water  transport  in  human  subjects, 
using  the  H,1 80-method.  In  addition,  work  was  initiated  to 
develop  suitable  measurement  methods  for  other  selected  stable 
isotopes  relevant  to  the  broad  objectives  of  this  grant. 

Following  the  successful  outcome  of  H2  O-method  development 
leading  to  subsequent  application  of  the  method  to  human  studies 
(Contract  No.  DAMD17-86-G-6167) ,  research  was  initiated  to 
acquire  a  multi-faceted  stable  isotope  ratio  mass  spectrometer 
with  capabilities  both  for  gas  analysis  (for  work  like  H2  80)  and 
thermal  ionization  (for  studies  of  electrolytes,  minerals,  and 
trace  elements) .  Simultaneously,  work  was  continued  to  complete 
certain  aspects  of  stable  isotope  methods  development  initiated 
under  the  previous  grant  (DAMD17-84-G-5012) ,  and  to  initiate  new 
methods  development  consistent  with  the  long-term  goals  of  the 
overall  project. 


The  work  reported  in  this  final  report  consists  of  that 
portion  of  the  overall  investigations  that  have  been  successfully 
completed  during  the  18-month  period  of  this  grant.  Additional 
work  has  been  initiated,  with  the  aim  of  completion  during  the 
follow-up  phase  of  this  project. 


This  report  includes  the  following  segments: 


1. 

2. 


and 


4. 


Acquisition,  installation,  and  successful  testing 
of  the  instrument  for  measurements  of  180/160. 
Completion  of  methodology  of  87Rb/85Rb 
measurements  using  both  inductively  Coupled  Plasma 
Mass  Spectrometry  (ICP/MS)  and  Thermal  Ionization 
Mass  Spectrometry  (TI/MS) . 

Successful  completion  of  methods  development  phase 
of  stable  isotopes  of  Br  (81/79Br)  for  later  use 
with  studies  of  Total  Body  Water;  using  the  method 
of  ICP/MS. 

Initiation  and  successful  completion  of  the 
methods  phase  of  stable  isotopes  of  lithium 
(®Li/7Li)  for  later  use  as  possible  model  for 
inducing  thermal  stress  in  animals; 
instrumentation:  ICP/MS. 
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The  methodology  for  the  work  initiated  under  this  nmor-sm 
was  not  m  existence  prior  to  its  initiation  ^e?e.ThePconceSts 
h2f .developments  are  novel.  Their  applications  to  the  field  Sf 
heat  research  remain  yet  to  be  explored  by  any  group. 

o?Pi«S  °?S  °5  thes®  novel  methods  are  certain  to  permit  conduct 
of  research  not  possible  prior  these  developments. 


Segment  I-Instrument  Acquisition,  Installation,  and  Testing 


A  two-analyzer  system  capable  of  isotope  ratio  measurements 
on  both  gases  (for  H2  80)  and  solids  (for  electrolytes,  minerals, 
and  trace  elements)  was  acquired,  installed,  and  tested  for  the 
immediate  application  to  H2  80  measurements. 

Typical  performance  data  for  the  measurement  of  180/160  have 
been  summarized  in  Table  I.  These  data  indicate  that  the 
instrument  performance  is  quantitatively  similar  to  other  state- 
of-the-art  instruments  for  this  purpose. 

This  instrument  is  essentially  two  analyzers  with  a  common 
set  of  inlet  and  electronics,  capable  of  independent  operation, 
following  appropriate  upgrading.  Two  modes  of  ionization  are 
available:  electron  bombardment  for  gas  analysis  and  thermal 
ionization.  Present  plans  call  for  eventual  upgrade  of  the 
instrument  as  two  separate  devices  so  that  work  in  areas  of  H2180 
and  minerals  can  proceed  independently  and  without  impediment? 


Table  I  -  Measurement  Performance  of  ■LO0/AC,0  Measurements 


Sample  ID 


Measured  Delta,  per  mil1  SD2 


1. 

unspiked 

15.463 

0.053 

2, 

15.394 

0.055 

3, 

15.507 

0.086 

4, 

spiked 

1 

58.270 

0.041 

5, 

58.752 

0.029 

6, 

57.733 

0.027 

7, 

spiked 

2 

173.826 

0.038 

8, 

173.977 

0.069 

9, 

174.272 

0.078 

1 


each  data  point  corresponds  to  mean  of  three  sets  of  measurement 
on  each  gas  sample.  2standard  deviation  of  the  three 
measurements  in  units  of  per  mil. 
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Segment  II  -  Studies  with  Stable  Isotopes  of  Rubidium 


Because  of  present  lack  of  suitable  measurement  methods  for 
stable  isotopes  of  potassium  for  application  to  studies  of 
exchangeable  potassium  (K$) ,  we  have  developed  the  concept  of 
rubidium  (Rb)  as  a  potential  tracer  for  K.  In  the  present  grant, 
we  haye  developed  the  analytical  chemistry  of  stable  isotopes  of 
Rb  (85Rb,  87Rb) ,  using  both  ICP/MS  and  TI/MS.  Here  we  have  given 
a  report  of  the  salient  features  of  this  new  method. 

The  next  phase  of  this  work  involves  testing  the  hypothesis 
of  equivalency  of  Rb  and  K  as  physiological  markers,  a  task 
planned  for  the  continuation  phase  of  the  program. 


Instrumentation .  An  Elan^  Model  250  ICP/MS  System  (SCIEX, 
Thornhill,  Ontario,  Canada!  was  used  in  the  isotope  ratio  mode 
for  isotopic  analyses  of  87Rb/85Rb.  Operating  conditions  of  the 
instrument  have  been  described  previously,  fully  in  segments  III 
and  IV  of  this  final  report.  In  general,  ion  intensities  for 
each  isotope  peak  were  averages  of  three  measurements  each  for 
three  seconds  (total  count  time  for  each  peak  was  nine  seconds) . 
The  instrument  automatically  corrects  for  any  87Sr  contributions 
to  the  87Rb  peak  by  also  monitoring  88Sr  peak  intensity.  Total 
Rb  and  K  were  measured  by  atomic  emission  spectrophotometry  (AES) 
using  a  Perkin-Elmer  Model  5000  atomic  absorption 
spectrophotometer  (Perkin-Elmer  Corp.,  Norwalk,  CT)  . 

Sample  Preparation.  Red  blood  cells  and  urine  were  prepared 
for  isotopic  analysis  by  ion  exchange  chromatography,  as  per 
scheme  given  in  Fig.  1.  The  columns  were  regenerated  between 
runs  with  30  ml  of  4N  HC1,  then  rinsed  with  deionized  water  until 
the  pH  of  the  eluate  was  -  6.  Recovery  of  Rb  from  the  columns 
was  in  the  range  65  -  100%. 

In  preparation  for  Rb  analysis  by  AES,  red  cells  were  wet 
ashed  with  5  ml  of  concentrated  HN03  and  2  ml  of  30%  H202  and 
diluted  with  2  x  104  ppm  Na  as  NaCl.  Urine  was  diluted  with  1  x 
104  ppm  Na  for  Rb  analysis.  For  analyses  of  K,  nonashed  red 
cells  and  urine  were  diluted  with  100  ppm  Li  as  LiN03 .  All 
samples  were  compared  to  standards  of  known  Rb  and  K 
concentration  as  atomic  spectroscopy  standards  (EM  Science, 

Cherry  Hill,  NJ) . 

Chemicals.  All  chemicals  were  analytical  reagent  grade  and 
used  as  purchased.  87RbCl  was  purchased  from  Oak  Ridge  National 
Laboratory,  Oak  Ridge.  TN,  as  a  powder*  with  isotopic  composition 
(weight  %)  of  98.04%  87Rb,  and  1.96%  85Rb.  Doses  and  standards 
of  87Rb  were  prepared  with  deionized  water. 


Results  and  Discussion.  Two  methods  appear  to  be 
potentially  applicable  to  quantitative  measurement  of  isotope 
ratio  8/Rb/8bRb:  ICP/MS  and  TI/MS.  We  have  pursued  both  these 
techniques  and  here  provide  comparative  data  on  their 
performance. 


For  the  measurements  with  TI/MS,  high  potassium  content 
interferes  with  Rb  measurements.  A  workable  K/Rb  ratio  is  about 
10/1.  In  comparison,  natural  ratios  of  K/Rb  in  urine  and  red 
cells  are  about  1000/1.  For  ICP/MS,  while  it  is  possible  to 
aspirate  unprocessed  body  fluids  directly  into  the  argon  plasma, 
the  high-salt  content  may  cause  instrument  instability.  Thus,  a 
modest  separation  of  matrix  constituents  is  deemed  necessary. 
These  considerations  have  led  us  to  development  of  a  suitable 
separation  scheme  which  yields  samples  for  introduction  into  both 
ICP/MS  and  TI/MS  (Fig.  1). 
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red  cells,  3  ml  urii 

wet  ash  with  10  ml  cone. 

HN03  +  5  ml  30%  H202 

evaporate  to  -  2  ml 
add  -  3-6  ml  water 
and  evaporate ;  repeat 
a  few  times  (4-6) 

V 

apply  to  2  x  10  Cm  Column  < - 

Connected  (Dowex  1  x  8,  100  -  200  mesh; 

in  series  3.5  Cm  length;  anion  exchange) 

V 

1  x  20  Cm  Column 
(Dowex  50  x  8,  100-200  mesh; 

^12  Cm  length;  cation  exchange) 

4/ 

rinse  with  DI  H,0  (urine  35  ml,  red  cells  125  ml) 
disconnect  two  columns 

elute  from  the  cation  exchange  column  (Dowex  50  x  8) 
with  100-200  ml  IN  HC1 

discard  initial  50  ml  portion 

Save  second  30  ml  portion 
for  I CP/MS  (K/Rb  -  1000-3000) 

4/ 

Save  third  30  ml  portion 
to  reapply  to  double-column 

i' 

-  Save  last  30  ml  portion 

from  the  second  application 
for  TI/MS  (K/Rb  10-30) 


urine,  10  ml 


Fig.  1  -  Scheme  for  Isotopic  Analysis  of  Rb 
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Measurements  with  TI/MS.  Data  on  reproducibility  of 
measurements  of  the  ratio  87Rb/85Rb  are  given  for  TI/MS  in  Table 
II  for  a  number  of  materials.  As  indicated  in  the  table,  the 


reported  values  for  each  sample  type  represent  the  mean  +  1SD 
for  the  number  of  replications  (actual  sample  loadings  using  an 
automatic  multiple  sample  turrets  system)  indicated.  These  data 
indicate  that  under  the  conditions  employed,  the  coefficient  of 
variation  for  these  measurements  was  in  the  range  0.2-0. 5%. 


Measurements  with  ICP/MS.  TI/MS  is  a  well  established 
method  of  isotopic  analysis  in  geochemistry.  In  contrast,  ICP/MS 
is  a  new  technique  and  its  ability  to  accurately  measure 
87Rb/85Rb  in  biological  samples  has  not  been  previously 
evaluated.  As  this  is  the  first  report  of  these  measurements  in 
relation  to  the  present  application,  we  have  provided  the 
necessary  data  to  permit  realistic  evaluation  of  its  performance 
characteristics . 


Mass  spectra  generated  from  the  argon-plasma  possess  special 
spectral  characteristics  which  could  become  limiting  in  stable 
isotope  tracer  studies.  Of  the  three  types  of  potential  mass 
spectral  interferences  involved  with  ICP/MS?  viz.  argon-plasma 
mass  spectra,  reagent  generated  mass  spectra,  and  isobar ic  mass 
spectra,  the  former  two  do  not  appear  to  present  any  significant 
problem  for  the  measurements  of  85Rb  and  87Rb.  The  only  known 
potential  isobaric  interference  is  that  from  87Sr  (nat.  ab.  7.0 
at  .%).  However,  as  clearly  observed  from  the  expanded  scale  of 
Fig.  2,  which  represents  the  mass  spectrum  from  10  ml  fresh  human 
urine  processed  according  to  the  scheme  of  Fig.  1,  the  strontium 
contribution  to  87Rb  is  negligible.  The  ion  intensity  observed 
for  87Rb  in  this  run  was  about  30,000  ions/sec.  As  clearly  seen, 
even  for  the  major-abundant  strontium  isotope  (88Sr,  nat.  ab. 

82.6  at  .%)  the  ion  intensity  is  negligibly  small  compared  to 
that  observed  for  87Rb.  Similar  results  have  been  observed  for 
red  cells. 


The  mass  spectrum  for  typical  procedural  blank  is  shown  in 
Fig.  3.  Similar  blank  spectra  have  been  obtained  on  a  number  of 
occasions.  Small  mass  ion  peaks  appear  at  mass  numbers 
corresponding  to  85Rb,  87Rb,  and  88Sr.  However,  the  magnitude  of 
these  peaks  is  clearly  negligible  compared  with  the  expected  ion 
intensities  for  85Rb  and  87Rb. 


Precision  of  isotope  ratio  measurements  for  87Rb/85Rb  using 
the  ICP/MS  was  tested  by  replicate  analysis  of  natural  and  s'Rb- 
spiked  samples  (Table  III)  .  Each  sample  was  processed  according 
to  the  scheme  given  in  Fig.  1.  The  intrasample  precision  (1SD  of 
ten  sequential  ratio  measurements  on  a  single  solution)  of  these 
measurements  was  1%.  The  data  show  clearly  that  intersample 
coefficient  of  variation  was  in  the  range  0.3-0.81  (cf.  data  of 
Table  II  for  TI/MS) . 
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Employing  graded  87Rb-spiked  samples  of  synthetic  solutions, 
urine,  or  red  cells,  calibration  plots  expressing  the 
relationship  between  the  expected  isotope  ratio  (MIR87 ,g5)  and 
the  measured  ratio  (MR87 /o5)  were  constructed.  These  plots  are 
given  in  Fig.  4.  It  is  clear  that  highly  linear  calibration 
plots  can  be  constructed.  However,  it  is  not  clear  from  the 
present  data  whether  these  plots  differ  in  detail  for  the  various 
matrices  of  interest  and  whether  matrix  matching  is  actually 
required.  This  is  because  the  calculated  values  of  MIR87 /Q5  are 
uncertain  to  the  extent  that  our  analysis  of  red  cell  or  urine 
rubidium  may  be  in  error  (see  section  below) .  The  maximum  error 
resulting  from  any  potential  matrix  effect  can  be  readily 
estimated  by  considering  the  calculated  values  of  MIR87 /g5  at  the 
upper  end  of  enrichment,  e.g.  MRg^/gg  of  0.80,  between  plots  (a) 
and  (c)  For  such  a  case,  using  plot  (a)  at  MR87,85  of  0.80  we 
would  estimate  the  value  of  MIR87/qc  at  .7447  while  for  plot  (c) 
the  corresponding  value  would  be  . 7520,  a  6.2%  difference.  In 
practice,  calibration  plots  are  made  from  the  same  matrix  as  the 
samples  so  that  this  issue  does  not  introduce  a  source  of 
concern. 

Comparative  Performance  of  TI/MS  and  ICP/MS.  Employing  the 
scheme  of  Fig. 1, °'Rb-spiked  urine  and  red  cells  were  analyzed 
for  their  isotope  ratio  with  both  ICP/MS  and  TI/MS.  The  results 
have  been  plotted  in  Fig.  5  and  indicate  excellent  agreement 
between  the  two  methods.  Thus,  it  is  clear  that  TI/MS,  as 
applied  in  this  study,  may  possess  somewhat  better  precision 
(Table  II;  observed  range  of  coeff.  of  variation  0.2  -  0.5%)  than 
that  corresponding  to  ICP/MS  (Table  III;  observed  range  of  coeff. 
of  variation  0.3  -  0.8%).  However,  under  the  conditions  of  this 
study,  the  observed  precision  performance  of  TI/MS  is  not 
dramatically  superior  to  that  for  ICP/MS.  The  outcome  of  the 
somewhat  improved  precision  in  regard  to  its  effect  on  the 
uncertainties  of  the  estimates  of  rubidium  space  is  practically 
negligible.  The  measured  values  of  MR87/nc  in  urine  and  red 
cells  processed  by  a  common  scheme  (Fig/lJ  are  practically 
identical  between  the  two  methods  (Fig.  5) .  Thus,  in  terms  of 
instrument  performance,  either  method  is  as  suitable  for  these 
measurements . 

As  clearly  evident  from  the  scheme  of  Fig.  1,  application  of 
TI/HS  requires  considerably  greater  separation  of  Rb  from  K.  In 
contrast,  ICP/MS  does  not  possess  a  stringent  separation 
requirement.  In  the  present  application,  we  have  chosen  a 
limited  chemical  separation  as  we  are  concerned  about  potential 
effects  of  high-salt  solutions  on  the  long-term  performance  of 
the  instrument. 

Accuracy  of  Rb  Analyses.  We  have  tested  the  issue  of 
accuracy  by  analyzing  samples  of  human  urine  for  absolute  Rb 
content  by  three  methods;  Isotope  Dilution  Analysis  (IDA) 
employing  87Rb  as  in  vitro  spike  and  ICP/MS;  2)  Standard  Addition 
using  atomic  emission  spectrophotometry;  and  3)  Standard  Curve 
employing  atomic  emission  spectrophotometry.  In  the  IDA  method, 
the  individual  values  of  MR  were  converted  to  MIR  using  spiked 


urine  standard  samples.  The  results  of  these  analyses  are  given 
in  Table  IV.  All  methods  resulted  in  similar  values  for  urine  Rb 
concentration.  Therefore,  the  standard  curve  method  of  atomic 
emission  spectrophotometry,  the  fastest  and  simplest  technique, 
was  used  for  subsequent  determinations  of  total  Rb. 

Conclusions .  The  results  from  this  work  clearly  demonstrate  the 
utility  of  ICP/MS  for  accurate  measurement  of  the  two  stable 
isotopes  of  Rb.  The  next  phase  of  this  project  deals  with 
establishment  of  the  equivalency  of  the  Rb-tracer  approach  with 
that  of  a  tracer  of  potassium.  This  is  being  pursued  at  present. 
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Table  IV  -  Data  Comparing  Accuracy  of  Rb  Analysis 


Method _ #Replications _ ppm  Rb  t  1SD 


IDA 

10 

1.202 

±  .038 

Standard 

Curve 

10 

1.213 

±  .015 

Standard 

Addition 

4 

1.154 

±  .068 

Segment  III  -  Stable  Isotopes  of  Bromine 


In  relation  to  the  present  program,  stable  isotopes  of 
bromine  (75Br,  81Br)  will  serve  two  potentially  important 
functions.  First  they  will  permit  accurate  measurement  of  the 
Extracellular  Fluid  Volume  (ECFV)  simultaneously  with 
measurements  of  Total  Body  Water  (TBW,  method  of  H2  80) ,  thereby 
making  possible  investigation  of  alterations  in  compartments  of 
TBW  in  relation  to  studies  of  dehydration.  And  secondly,  they 
will  provide,  for  the  first  time,  a  tracer  method  to  investigate 
dynamics  of  transport  of  chlorine,  potential  development  of 
chlorine  deficit,  and  Exchangeable  Chlorine  (CLe) ,  in  relation  to 
exercise  in  heat.  At  present,  little  is  known  about  Cl^  in  man, 
not  because  it  is  not  important,  but  due  to  lack  of  suitable 
tracer  methods. 

We  have  now  completed  all  the  necessary  analytical  chemistry 
work  for  accurate  measurement  of  the  two  stable  isotopes  of  Br  in 
fluids  resulting  from  human  studies.  In  this  segment,  we  have 
briefly  discussed  these  developments. 


EXPERIMENTAL 


Instrumentation.  The  ICP/MS  employed  in  these  studies  was 
an  Elan  Model  250  system  (SCIEX,  Thornhill,  Ontario,  Canada). 

The  nebulizer  was  of  Meinhard  concentric  glass  type,  TR-30C 
(Meinhard  Associates,  CA) .  The  distance  from  the  load  coil  to 
the  sampler  was  27  mm  (not  adjustable) .  Sample  solution  was 
aspirated  into  the  argon  plasma  via  a  peristaltic  pump  (Rabbit, 
Rainin  Instrument  Co.,  Inc.,  Woburn,  MA)  using  approximately  150 
cm  length  of  tubing  (Polyvinyl  chloride,  i.d.  0.76  mm,  Rainin 
Instrument  Co.,  Inc.,  Woburn,  MA,  USA).  The  total  calculated 
volume  of  sample  introduction  tubing  was  0.68  ml.  Solution  flow 
rate  was  approximately  1.  ml/min. 

Data  acquisition  was  in  the  (peak  hopping)  isotope  ratio 
mode.  When  operating  in  this  mode,  the  instrument  permits 
control  of  a  number  of  parameters  via  the  software.  For  the 
readers  familiar  with  this  instrument,  the  parameter  set  chosen 
was  as  follows:  resolution  (M) ,  measurements/peak  (3),  scanning 
mode  (I),  measurements  mode  (M) ,  measurement  time  sec  (1.000), 
repeats/ integration  (10),  dwell  time  ms  (50),  cycle  time  sec 
(0.400).  For  readers  not  familiar  with  this  instrument,  the 
above  parameters  result  in  the  following  operation.  Upon 
initiation  of  the  data  acquisition  cycle,  the  instrument  will 
start  at  the  center  point  less  0.05  amu  for  m/z=79.  It  will 
acquire  data  for  50  ms;  will  then  hop  to  the  center  point  and 
after  50  ms  data  acquisition  proceed  to  the  point  0.05  amu  to  the 
right  of  the  peak  position,  collecting  ions  for  an  additional  50 
ms.  This  sequence  is  then  repeated  for  the  peak  at  m/z=8l, 
completing  one  cycle.  The  total  time  required  for  this  is 
approximately  324  ms  (4ms  overhead  time/point) .  Since  cycle  time 
was  set  at  0.400  s,  the  second  data  acquisition  cycle  will  then 
begin  after  400  ms  has  elapsed  from  the  start  of  the  first  cycle. 
The  number  of  cycles  is  repeated  until  the  measurement  time  of 
1.000  s/point  is  reached.  Following  completion  of  a  cycle,  data 
are  processed  and  a  printout  is  given  containing  information  on 
ion  intensities  (ions/s)  and  the  corresponding  isotope  ratios. 
This  constitutes  one  integration  and  is  repeated  as  many  times  as 
required  (ten  for  the  present  parameters  set) .  The  average  value 
of  the  ten  sequential  measurements  of  ion  intensities/ isotope 
ratios  is  taken  as  a  single  measurement  and  reported,  where 
appropriate,  together  with  ±1SD  of  the  ten  measurements.  Unless 
noted  otherwise,  the  Relative  Standard  Deviation  (%RSD)  is  taken 
as  an  indication  of  the  measurement  precision. 

Because  of  the  significant  background  ion  beam  at  m/z=81 
(4UAr4UAr1H+) ,  a  Correction  Factor  (CF)  is  instituted  via  the 
software.  The  instrument  is  instructed  to  monitor  the  peak  at 
m/s=76  (40Ar36Ar+) ,  in  the  same  measurement  sequence  as  for 
m/z=79,81.  The  CF,  based  on  the  ratio  of  ion  beams  at  m/z=76,81 
when  deionized  water  is  aspirated  into  the  plasma,  automatically 
subtracts  the  contribution  of  40Ar40Ar1H+  during  each  measurement 
cycle . 

Prior  to  a  day's  run,  our  operational  practice  is  to 
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optimize  the  instrument  settings  in  the  following  order:  lens 
settings,  rf  power,  nebulizer  pressure,  plasma  flow  rate,  and 
auxiliary  flow  rate.  The  settings  vary  for  different  days,  but 
typical  values  used  in  this  work  were:  rf  power  about  1000  watts; 
argon  flow  rates  (nebulizer  pressure  in  psi,  auxiliary  flow  rate 
in  L/min,  and  plasma  flow  rate  in  L/min,  resp.)  42,  2.0,  and 
12.0.  For  these  adjustments,  we  use  a  solution  of  5.0  ug/ml  Br 
as  NaBr  (natural)  and  monitor  the  ion  intensity  at  m/z=79. 

isotope  Calibration  Procedures.  The  measured  ratio  of 
81Br/'’lBr  requires  background  correction  due  to  40Ar40Ar1H+,  and 
varies  somewhat  from  the  expected  isotopic  ratio  depending  on 
instrument  parameters  (see:  RESULTS  AND  DISCUSSION) .  Since 
accurate  measurement  of  the  ratio  is  of  fundamental  importance  to 
our  applications,  we  have  devised  a  calibration  procedure  for 
converting  the  corrected  measured  ratios  in  unknown  samples 
(referred  to  as  MR81/79  c)  to  the  expected  true  isotope  ratios 
expressed  on  the  mass  stale  (referred  to  as  the  Mass  Isotope 
Ratio,  MIRg ^y79 )  • 

The  calibration  procedure  consists  of  isotopic  analyses  of  a 
set  of  isotope  calibration  standards  prepared  by  incremental 
additions  from  a  highly  enriched  81Br  solution  to  solutions  of 
natural  Br  such  as  to  provide  standard  solutions  whose  Br 
concentration  is  in  the  range  4-5  ug/ml,  but  MIrri/79  values  vary 
over  the  expected  range  of  the  ratios  for  the  unknown  samples.  A 
single  stock  solution  of  NaBr  was  prepared  at  the  beginning  of 
these  studies  and  used  throughout  the  work,  similarly,  a  single 
stock  solution  of  Na81Br  was  prepared  and  used  throughout  the 
experiments.  Isotopic  concentrations  of  these  solutions  were 
calculated  based  on  the  assumption  of  100%  chemical  purity.  All 
work  reported  in  this  manuscript  referred  to  these  two  stock 
solutions  as  the  reference  standards. 

Chemical  Separation  Schemes.  We  have  developed  two  chemical 
separation  schemes.  Fig.  6a  based  on  ion  exchange  separation  for 
samples  of  plasma,  red  cells,  and  saliva  and  Fib.  6b  based  on 
distillation,  for  urine. 

Others.  Stable  isotope  of  Br  (81Br,  97.81  at  .%,  as  NaBr) 
was  obtained  from  Oak  Ridge  National  Laboratory  (Oak  Ridge,  TN) . 
All  other  chemicals  were  analytical  reagent  grade  used  as 
purchased . 


RESULTS  AND  DISCUSSION 

Background.  Sensitivity,  and  Detection  Limits.  The  present 
mode  of  operation  of  the  mass  spectrometer  is  in  the  positive  ion 
mode.  Sample  introduction  is  via  single-pass  continuous 
nebulization  of  the  analyte  solution  using  a  peristaltic  pump  at 
1.0-1. 5  ml/min.  Two  types  of  background  are  present  in  this 
region  whose  quantitative  significance  in  relation  to  stable 
isotopes  of  Br  needs  resolution:  true  Br  background  of  aqueous 
solutions  and  the  ion  background  contribution  due  to  40Ar40Ar1H+. 
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Fig.  6a 


SCHEME  I  -  for  plasma,  red  cells,  saliva 


1.  Place  5  ml  sample  in  dialysis  tubing  (Spectro/Por 
#132680,  MW  Cutoff  12000-14000,  Spectrum  Medical 
Industries,  Los  Angeles,  CA)  tie  both  ends  in  knots  to 
prevent  leaking. 

2.  Place  dialysis  tubing  inside  polyethylene  bag  (Ziplock) 
containing  50  ml  Di-water;  close  using  dialysis 
closures. 

3.  Place  bags  on  horizontal  laboratory  shaker;  shake  for 
1. 5-2.0  hours. 

4.  Decant  outer  solution  into  beaker;  boil  until  volume  is 
a  few  milliliters. 

5.  Apply  to  cation  exchange  column  (Dowex  50-x8,  10-200 
mesh,  15x75  mm,  Bio.  Rad  Laboratories,  Richmond,  CA) . 

6.  Elute  with  25  ml  Di-water;  reduce  volume  if  necessary 
by  boiling. 

7.  Run  on  I CP/MS  for  81Br/79Br. 


{Note;  for  saliva 
samples,  proceed 
directly  to  step  5} 


Fig.  6b 


SCHEME  II  -  Urine 

1.  Place  20  ml  urine  in  distillation  flask;  add  10  ml 
Cone.  HN03;  fit  with  distillation  column,  condenser, 
and  collection  flask. 

2.  Heat  on  hot  plate;  collect  initial  10-15  ml. 

3.  Run  on  ICP/MS  for  81Br/79Br. 
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We  have  examined  these  issues  over  the  period  of  about  a 
year.  Our  results  have  been  summarized  in  Table  V.  The 
background  contribution  to  m/z=79,  when  Di-water  is  run,  is  in 
the  range  100-300  ions/s  (Table  V) .  This  comprises  all 
contributing  ions  including  any  arising  from  Ar,  Kr,  and  natural 
contamination  background  of  Br  as  well  as  overall  noise 
background  of  the  instrument.  The  ion  intensity  at  this  m/z  for 
1.0  ug/ml  of  natural  Br  is  in  the  range  10,000-20,000  ions/s, 
leading  to  a  calculated  Detection  Limit  (DL,  3/i)  of  2-5  ng/ml 
(ppb) .  Total  solution  requirement  for  this  mode  of  sample 
introduction  is  high  (5-10  ml),  so  that  the  absolute  DL  of  the 
method  is  10-50  ng  of  natural  Br.  The  Determination  Limit  (10 
/§) ,  would  be  about  three  times  the  corresponding  value  for  DL. 

We  have  also  examined  the  relative  significance  of  Kr 
impurity  from  the  argon  gas  supply  by  monitoring  the  ion  beam 
intensities  at  m/z=81,84  (84Kr,  ab=57.0  at  %)  on  a  number  of 
occasions.  The  intensity  ratio  for  m/z=84  relative  to  m/z=81  has 
been  0.05  or  less,  leading  us  to  conclude  that  the  predominant 
background  corrections  are  from  argon  peaks  or  Br  present  in  the 
blank. 

Ion  collection  rates  for  stable  isotopes  of  Br  are  about  10- 
50  times  less  than  we  have  observed  for  such  trace  elements  as 
Fe,  Zn,  and  Cu.  Fortunately,  in  relation  to  the  available  Br 
concentrations  in  the  fluids  of  interest,  the  method  suffers  from 
no  limitation. 

The  ion  intensities  due  to  40Ar40Ar1H+ (m/z=81)  are  in  the 
range  600-7000  under  the  operating  conditions  used  for  routine 
measurements  of  stable  isotopes  of  Br  (Table  V) .  Therefore 
appropriate  corrections  are  required.  One  approach  is  the 
experimental  determination  of  the  correction  factor  for  each 
sample  via  another  argon  peak.  We  have  examined  the  ratio  for 
the  ions  at  m/z=76 (40Ar36Ar+) ,  and  m/z=81  as  a  possible  pair. 

The  results  show  a  significant  day-to-day  variation  for  this 
ratio  (Table  V) .  The  reasons  for  this  variation  appear  related 
to  the  effect  of  plasma  operating  conditions  on  the  reaction 
between  water  and  argon,  and  need  further  clarification. 

Precision  of  Isotope  Ratio  Measurements .  Measurement 
precision  of  the  isotope  ratios  is  one  of  the  most  important 
fundamental  considerations  in  the  applicability  of  stable  isotope 
tracer  methods.  The  requirements  vary  widely  depending  on  the 
particular  application  and  the  nature  of  the  metabolites  of 
interest.  For  example,  in  the  application  of  the  stable  isotope 
tracer  method  for  the  measurement  of  Total  Body  Water  (TBW) ,  with 
Ha  9fias  the  tracer,  the  measurement  precision  for  the  ratio 
B0/lt)0  must  be  no  worse  than  0.01%.  Typical  data  for  Br  have 
been  given  in  Table  VI.  The  data  summarized  in  this  table  are 
for  Br-solution  containing  4.0  ug/ml  of  natural  Br,  or  same 
concentration  spiked  additionally  with  8^Br  to  correspond  to 
MIR8i/79=0.9974) .  The  measurements  are  given  both  for  values 
corrected  for  the  40Ar40Ar1H+  (MRgi  ,-j6  <?iven  t°r  each  measurement; 
designated  as  CF)  or  for  uncorrected  measurements;  both  data  sets 


Table  V 


-  Background,  Sensitivity,  and  Detection  Limit1 


Date 

1 79  *81  ^81/76 

(Deionized  Water) 

X79 

(1.0  ug/ml  Br) 

Detection  Limit 
(ug  Br/ml) 

3/17/86 

245112 

46841103 

0.898 

9732170 

0.0048 

04/24 

334110 

4486194 

0.433 

184661226 

0.0030 

06/02 

23017 

72451150 

1.500 

155641235 

0.0029 

07/11 

253110 

4338145 

0.806 

135871147 

0.0035 

08/13 

17118 

37831107 

0.887 

153401115 

0.0026 

09/30 

28018 

1191188 

0.332 

11956162 

0.0042 

10/31 

7014 

60218 

0.326 

11670140 

0.0022 

11/12 

13319 

900119 

0.391 

17135158 

0.0020 

12/12 

10916 

851116 

0.333 

123201259 

0.0025 

1each  data  point 

corresponds 

to  the 

mean  1  1SD  of  ten  sequential 

measurements-  Units  for  ion  beam  intensity:  ions/s. 


Table  VI  -  Precision  of  Isotope  Ratio  Measurements 


1- Uncorrected 

MIRg  x y79=0 .997  1 . 007±0 . 005  1.048±0.005  1.04910.009 

MIRfil/79=5- 322  4.78110.034  5.26210.031  5.40510.046  5.19910.043 

2 - Corrected  (CF*)  (0.333)  (0.403)  (1.500)  (0.433) 

MIR81/79=0-997  0.99311.005  1.00510.005  0.98810.009 

MIR81/79=5- 322  4.77010.034  5.22810.031  5.32910.036  5.15210.043 

♦Correction  Factor  (CF)  as  determined  immediately  prior~to  the 
run  with  deionized  water  as  the  sample. 


referring  to  the  same  measurements.  Several  important  points 
%RSD  of  the  measurements  was  invariably  better  than  1%.  There 
was  no  difference  in  this  parameter  between  the  natural  or  highly 
enriched  solution.  There  was  also  no  difference  in  this 
parameter  between  the  corrected  data  and  the  corresponding 
uncorrected  values. 

We  have  examined  the  measurement  precision  for  this  ratio  in 
biological  fluids  (plasma,  urine,  and  saliva,  Tables  VIII,  IX, 
XII,  and  XIII).  The  measurement  precision  is  not  different  from 
the  value  obtained  from  simple  solutions  of  bromide.  Therefore, 
it  is  concluded  that  measurement  precision  of  better  than  1% 

(RSD)  can  generally  be  achieved  readily  and  routinely  with  this 
method  for  the  concentration  range  of  interest  to  these 
applications . 

The  concentration  range  for  natural  Br  over  which  constant 
values  of  *®8l/79  c  can  be  obtained  is  consistent  with  the 
available  Br  concentration  in  biological  fluids  (Table  VII) .  At 
Br  concentrations  below  about  1.0  ug/ml,  the  correction  procedure 
does  not  appear  to  provide  accurate  data,  but  for  the 
concentration  range  3.0-20.0  ug/ml  the  values  of  agreed 

to  within  the  accepted  measurement  precision  of  the  merh6a, 
independently  of  Br  concentration.  Since  the  prevailing  Br 
concentration  in  the  biological  materials  of  interest  is  above 
1.0  ug/ml  no  need  arises  for  preconcentration  of  Br. 

Linearity.  We  have  tested  the  linearity  of  isotope  ratio 
measurements  on  several  occasions  during  a  year's  time  by  use  of 
a  single  set  of  stable  isotope  calibration  solutions.  These 
solutions  contained  natural  Br  concentration  of  4.0  ug/ml  to 
which  had  been  added  increments  of  81Br  in  order  to  achieve  the 
isotope  ratio  range  0.9974-5.322.  The  linear  regression 
parameters  for  the  data  have  been  summarized  ir  Table  VII  both 
for  isotope  ratios  corrected  for  the  argon  background  at  m/z=81 
as  well  as  uncorrected  values. 


All  of  the  data  clearly  demonstrate  a  highly  linear 
relationship  between  the  two  parameters.  The  intercept  is  close 
to  zero,  but  somewhat  higher  for  the  uncorrected  ratios  as 
compared  to  when  the  argon  background  has  been  subtracted.  The 
slope  varies  for  different  days  of  operation,  sometimes  deviating 
considerably  from  the  expected  value  of  unity.  At  this  time,  we 
have  no  clear  explanation  for  this  observation,  but  presume  it  to 
be  related  to  changes  in  argon-plasma  background  resulting  from 
daily  differences  in  the  operating  conditions.  Based  on  these 
data,  it  becomes  clear  that  appropriate  stable  isotope 
calibration  standards  are  a  requirement  for  accurate  measurement 
of  stable  isotope  ratios  with  this  technique. 

Sulfate  Interference.  We  have  developed  two  schemes  for  the 
measurement  of  stable  isotopes  of  bromine  in  biological  fluids. 
The  earlier  scheme  (Fig.  6a) ,  was  based  on  cation  exchange  for 
separation  of  Na  from  matrix  constituents.  The  more  recent 
procedure  (Fig.  6b)  relies  on  distillation  of  HBr  from  acidified 
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Table  VII  -  Linear  Regression  Parameters  for  Stable  Isotope 
Calibration  Standards  (Ion  Exchange  Separation) 


Date 

Slope 

(a) 

Intercept 

(b) 

1  -  Corrected 
12/12/86 

0.861 

0.131 

0.9997 

09/09 

0.962 

0.017 

0.9997 

07/18 

0.972 

0.031 

0.9997 

07/02 

1.003 

-0.037 

0.9995 

04/24 

0.958 

0.028 

0.9999 

2  -  Uncorrected 

12/12/86  0.861 

0.144 

0.9994 

09/09 

0.960 

0.047 

0.9997 

07/18 

0.976 

0.064 

0.9998 

07/02 

0.998 

0.058 

0.9996 

04/24 

0.956 

0.087 

0.9999 

solutions  of  sample  using  HNO3. 

We  had  initially  developed  the  ion  exchange  procedure,  until 
we  observed  a  consistent  systematic  difference  in  the  values  of 
HRs  1/79  c  ^or  uri-ne  compared  with  plasma  (Table  VIII)  .  All  the 
measurements  given  in  Table  VIII  were  carried  out  on  the  same  day. 
the  data  are  repeatable  for  different  days.  They  are 
reproducible  for  any  well-mixed  pool  of  urine.  Compared  with  the 
ratio  for  simple  solutions  of  Br,  values  obtained  for  serum 
appear  to  be  without  systematic  error,  but  for  saliva  and  urine 
an  increasing  positive  bias  is  observed.  When  samples  of  urine 
for  different  subjects  collected  on  several  occasions  are 
compared  (Table  IX) ,  considerable  variability  is  observed.  These 
changes  in  the  measured  ratio  are  not  related  to  the  effect  of 
argon  background  correction  as  they  are  both  highly  reproducible 
and  the  urine  bromine  concentration  (Table  IX)  is  well  above  the 
1.0  ug/ml  cut-off  point. 

Sulfate  concentration  in  human  serum  is  reported  at  30 
ug/ml,  but  is  of  course  both  much  higher  and  more  variable  in 
urine  (several  hundred  to  thousand  ug/ml  depending  on  the 
subjects'  sulfur  intake).  Both  subject-to-subject  and  day-to-day 
variations  could  also  be  large. 

Data  given  in  Table  X  show  the  quantitative  aspects  of  the 
increase  in  ion  intensity  at  m/z=81  due  to  increasing 
concentrations  of  sulfate.  The  assignments  made  as  to  the 
specific  identity  of  the  species  present  at  m/z=50,81  are 
tentative  and  may  not  be  inclusive.  But  as  clearly  demonstrated 
from  the  data  given  in  Table  X,  sulfate  could  be  responsible  for 
the  artifically  high  values  observed  for  MRg,/79  c  in  urine  and 
to  a  lesser  extent  in  saliva  (Table  VIII).  Proceeding  with  the 
assumption  that  the  error  is  largely  due  to  sulfate,  we  attempted 
its  removal  with  Ba(N03)2  added  in  excess  of  stoichiometry  to  the 
urine  prior  to  the  ion  exchange  step  of  SCHEME  I.  The  results  of 
one  such  experiment  have  been  summarized  in  Table  XI. 

The  data  demonstrate  the  ability  of  Ba(N03)2  to  remove  a 
significant  portion  of  sulfate  from  urine.  However,  it  is  also 
dear  that  the  values  of  *®81/79  c  after  treatment  with  the 
precipitant  are  both  considerably  higher  than  interference-free 
values,  and  vary  significantly  for  different  subjects. 

Therefore,  sulfate  precipitation  does  not  appear  to  provide 
sufficient  removal  of  this  interferent  to  permit  satisfactory 
measurement  of  the  isotope  ratios  in  human  urine. 

The  results  from  distillation  experiments  (Fig.  6b)  have 
been  summarized  in  Tables  XII  and  XIII.  The  time  course  of 
bromine  distillation  from  urine  of  one  subject  has  been  given  in 
terms  of  both  ion  intensity  for  79Br  and  the  value  of  MRg3  ,7g  c 
in  Table  XII.  Corresponding  data  for  distillation  of  a  standard 
solution  of  Br  have  also  been  provided.  The  data  summarized  in 
Table  XII  for  urine  correspond  to  the  meanilSD  for  five 
independent  replicatons  (each  consisting  of  20  ml  of  urine)  from 
a  well-mixed  urine  pool.  Those  for  the  standard  solution  of  Br 
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Table  VIII 


Comparison  of  **1*81/79,0 
Different  Fluids 


Values  in  one  Subject  for 


Sample 

I79U/S) 

****81/79 '  c 

1 . 0  ug/ml  BR 

13622 

0.971+0.006 

3.0 

43684 

0.982+0.005 

Serum 

#1 

16918 

0.987+0.008 

#2 

17559 

0.982+0.007 

#3 

18276 

0.985+0.007 

Parotid 

saliva 

#1 

22180 

0.994+0.005 

#2 

19334 

1 . 001+0.007 

#3 

21953 

0.994+0.003 

Urine 

#1 

40611 

1.066+0.009 

#2 

42218 

1.073+0.006 

#3 

41982 

1.074+0.007 

Sample  ; 

preparation  according  to 

SCHEME 

1 

Table  IX  -  Inter-  and 

Intra- individual 

Variabilities  of 

Urine 

MRg 1/79 1 c  Processed 

According  to  SCHEME  I 

Subject 

I79 ( i/s) 

****81/79 

c  for  Day* 

1 

2 

'  3  4 

5 

MJ 

48000-89000 

1.050+ 

1.010+ 

1.020+  1.038+ 

1.054+ 

0.009 

0.002 

0.001  0.005 

0.003 

DA 

45000-74000 

1 . 015± 

1 . 02 1± 

1.085+  1.027+ 

1.045+ 

0.003 

0.007 

0.004  0.004 

0.008 

BT 

10200-43000 

1.056+ 

1.044+ 

1.058+  1.069+ 

1.059+ 

0.003 

0.012 

0.003  0.001 

0.003 

1.0  ug/ml  BR  14630 

0.970+0. 

Oil 

4.0 

66323 

0.985+0. 

006 

♦Data  correspond  to  mean±lSD  of  independent  measurements  from 
three  senarate  alimiots.  each  taken  throuah  the  entire  SCHEME  1 


are  for  a  single  aliquot.  It  is  clear  from  these  data  that 
highly  reproducible  measurements  of  MRoi/79  c  are  obtained  even 
in  the  fourth  fraction  of  the  distil  late' fo£  urine  samples.  The 
values  of  MR81,79  _  obtained  from  urine  samples  are  identical 
with  those  measured  for  standard  solution  of  Br.  It  is  also  of 
interest  to  note  that  the  specific  fraction  collected  from  the 
distillate  does  not  appear  to  pose  an  important  issue. 

Data  presented  in  Table  XIII  summarize  the  reproducibility 
of  these  measurements,  with  the  distillation  procedure,  for  four 
different  subjects.  These  data  correspond  to  the  meanllSD  for 
five  replications  of  10-ml  aliquots.  It  is  clear  that  highly 
reproducible  measurements  of  *®81/79  c  ate  obtained  fro  all 
subjects.  The  measured  values  are  identical  within  the  expected 
precision  of  the  method  for  all  four  subjects,  and  compare  very 
favorably  with  that  obtained  from  replicate  measurements  of 
standard  solution  of  Br. 

Precision  and  Accuracy  of  Overall  Analyses.  In  order  to 
test  the  precision  and  accuracy  of  the  complete  procedure  (Fig. 
6b),  20-ml  aliquots  from  a  well-mixed  pool  of  urine  obtained  from 
three  individuals  were  spiked  with  known  increments  of  natural 
bromine  (as  NaBr) .  Each  spiked  aliquot  was  then  further  spiked 
with  known  amount  of  highly  enriched  81Br  (see  METHODS) .  The 
details  have  been  given  in  Table  XIV. 

The  resultant  samples  were  then  treated  as  unknowns  whose 
natural  bromine  content  was  then  determined  using  the  concepts  of 
isotope  dilution.  The  measured  values  of  MR81,79  were 
converted  to  the  corresponding  values  of  MlR8,y7q'by  comparison 
with  the  linear  regression  calibration  plot  obtained  from  stable 
isotope  calibration  standards.  The  following  isotope  dilution 
expression  was  used  for  the  calculation  of  total  Br  in  each 
(unknown)  sample  (true  endogenous  Br+  natural  Br  increment 
added) . 

X=[81Br*-(MIR81/79)x(79Br*) ]/[ 0 . 5007 (MIR81/79~0 . 9974) ) 

X:  ug  Br  in  sample  (20  ml  urine) 

1Br*(  79Br*:  ug  isotope  added  to  sample 
as  jLQ-ViSrq  spike 

0.5007,  0.9974:  constants  related  to 
natural  isotopic  composition  of  Br 

The  results  from  these  analyses  have  been  summarized  in 
Table  XV.  Highly  linear  regression  equations  result  for  the 
relationship  between  the  amount  of  Br  found  and  the  amount  added 
as  natural  spike  (r2>0.97  for  all  subjects).  Furthermore,  when 
we  subtract  the  amount  of  natural  spike  added  to  each  urine 
sample  (Table  XIV)  from  the  amount  calculated  from  the  isotope 
dilution  procedure  (Table  XV) ,  the  corresponding  meanilSD  for  the 
five  samples  of  each  subject  compare  with  the  corresponding 
linear-regression  intercept  as  follows  (ug  Br/ml  of  urine,  first 
figure  is  based  on  subtraction  of  the  spike):  BT,  1.92±0.10  vs. 
2.09;  XFS ,  3 . 82±0 . 09  vs.  3.93;  and  MJ,  8.56±0.19  vs.  8.38.  The 
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Table  X  -  Ion  Intensities  for  Ion  Peaks  Relevant  to  the 
Sulfate  Problem 


Sulfate  Concentration 
(ug/ml) 


Due  to  Sulfate 


fll 


14602 

28790 

42410 

71743 


2320 

0 

7421 

5378 

13320 

11369 

18845 

16959 

28985 

27271 

Peak  assignments:  m/z=50f  34S160+ 

76,  ?°Ar??Art 


81,  40Ar40Ar1H+,  32S16031H+ 


Table  XI  - 


Removal  of  Sulfate  Interference  from  Human  Urine  Using 
Ba(N03) 2* 


Subject 


MJ 

48350 

12285 

1.113 

43175 

2284 

1.012 

XFS 

14640 

5372 

1.178 

14145 

1094 

1.068 

BT 

23370 

14350 

1.468 

23275 

2294 

1.250 

AS 

41855 

17830 

1.131 

40495 

4315 

1.052 

SZ 

30985 

6113 

1.059 

30685 

1105 

1.010 

1 . 0  ppm  BR 

13750 

- — 

0.981 

4.0 

60530 

— 

1.002 

^Measurement  precision  for  all  values  of  MR<<1%.  All  data  are 
average  measurements  on  two  independent  aliquots  from  a  well- 
mixed  pool  of  urine. 
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precision  (±1RSD)  of  the  five  replications  for  each  subject  is  in 
the  range  2-5%.  Thus,  the  overall  precision  of  the  complete 
analysis  scheme  for  Br  in  human  urine  with  the  isotope  dilution 
procedure  is  better  than  5%.  It  is  not  possible  to  assign  a 
figure  of  accuracy  based  on  these  data,  but  if  the  assumption  is 
valid  that  complete  isotopic  exchange  was  achieved  between  the 
enriched  in  vitro  spike  and  natural  Br  (the  sum  of  added  natural 
spike  and  endogenous  Br) ,  the  overall  accuracy  must  be  comparable 
to  the  precision  of  the  analyses.  This  is  due  to  the  expectation 
that  the  isotope  ratios  are  measured  with  both  precision  and 
accuracies  of  about  1%. 

If  the  isotope  ratios  can  in  fact  be  measured  with  precision 
and  accuracies  of  about  1%,  we  should  be  able  to  expect  the 
corresponding  figures  for  quantitative  isotopic  analysis  based  on 
isotope  dilution  to  be  only  somewhat  larger.  Therefore,  we 
should  expect  overall  accuracies  considerably  better  than  the 
upper  limit  of  5%  observed  for  samples  from  BT.  The  precision 
for  the  other  two  subjects  is  about  2%. 

CONCLUSIONS 

This  manuscript  constitutes  the  first  report  of  measurement 
of  stable  isotopes  of  Br  in  relation  to  human  metabolic  studies. 
It  also  is  the  first  description  of  such  studies  with  the  new 
technique  of  ICP/MS.  The  results  indicate  that  both  stable 
isotopes  of  Br  can  be  measured  with  precision  and  accuracy  of  1% 
or  better  for  the  ratio,  and  2-5%  for  absolute  amounts. 

The  method  should  open  up  new  possibilities  for  studies 
related  to  components  of  Total  Body  Water  (TBW) ,  exchangeable 
body  chlorine  for  investigations  of  chlorine  metabolism  in  man, 
metabolism  of  Br  as  a  potentially  interesting  trace  element  in 
humans,  and  disturbances  in  the  homeostasis  of  extracellular 
electrolytes  in  disease. 


Table  XII  -  Measurement  of  I-™  and  MR81 /7g  c  in  Aliquots  of 
Urine  after  Distillation  wirh  ftN03* 


Collection  Sequence  Urine  2.0  ppm  BR  Solution 


I79 

***81/79 

I79 

***81/79 

1 

29718+7755 

1 . 001±0 . 003 

110600 

1.002 

2 

29392+4820 

1.004+0.009 

26020 

1.008 

3 

27376+4324 

1.004+0.017 

11460 

1.008 

4 

5515+3977 

1.013+0.052 

849 

1.054 

5 

368+  128 

0 . 981±0 . 02  3 

212 

1.043 

♦Procedure:  20  ml  aliquot  of  urine  (or  Br  standard)  acidified 

with  10  ml  cone,  nitric  acid  and  distilled.  Fractions  correspond 
to  sequential  collection  of  5  ml.  For  urine,  five  such 
experiments  were  performed  on  aliquots  taken  from  a  well-mixed 
pool.  Data  are  mean+lSD  of  the  five  replications. 


Table  XIII 

-  Interindividual  Reproducibility 
Distillates  from  Human  Urine 

of  MR81/79c  for 

Subject 

J79 

***81/79 ,  c 

XFS 

37858+  4497 

1.004+0.003 

TZ 

75378+  3361 

1.003+0.002 

MJ 

125565+17600 

1.005+0.0008 

BT 

33650+  6123 

1.008+0.002 

2 . 0  ppm 

BR  46474+15676 

1.004+0.0008 

♦Mean+lSD  for  five  independent  replications  from  a  single  well- 
mixed  pool  for  each  subject.  Procedure  same  as  for  Table  10. 
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Table  XIV  -  Preparation  of  Urine  Samples  for  Isotope 

Dilution  Analysis1 


Aliquot  *  ug 

Natural  Br 

Added  ug  Enriched 

81Br* 

Br  Added 
79Br* 

0 

0 

0 

0 

1 

0 

244 . 6 

5.35 

2 

7.99 

II 

II 

3 

15.97 

II 

II 

4 

23.96 

II 

II 

5 

31.94 

II 

II 

■^identical  procedure  was  followed 

for  urine  from  three 

subjects. 

(*)  denotes  that  this 

material  is 

isotopically  enriched 

Table  XV  -  Results  of 

Isotope  Dilution  Analysis  for  Aliquots  of 
Urine  from  Three  Subjects 

ug  Br  Calculated/20  ml  for  Subject 
BT  XFS  MJ 


Sample  *  (Table  XIV) 


Segment  IV  -  Stable  Isotopes  of  Lithium 


Lithium  is  of  interest  as  a  potentiating  factor  for  inducing 
heat  illness.  Investigation  of  the  mechanisms  involved  could 
permit  advances  in  our  understanding  of  the  causes,  and  potential 
preventive  measures,  of  this  problem. 

We  have  now  completed  the  first  phase  of  our  studies  with 
stable  isotopes  of  lithium  (6Li,  7Li) .  We  have  shown,  for  the 
first  time,  that  ICP/MS  will  permit  accurate  measurement  of  these 
stable  isotopes  in  biological  fluids  resulting  from  Li- 
administration  protocols. 

For  the  follow-up  phase  of  this  portion  of  the  research,  we 
are  planning  animal  studies  to  investigate  use  of  Li  as  a 
potentiating  factor  in  heat  illness. 


>  V 


EXPERIMENTAL 


Instrumentation .  The  ICP/Ms  employed  in  these  studies  was  an 
Elan  Model  250  system  (SCIEX,  Thornhill,  Ontario,  Canada),  and 
operated  as  described  in  the  previous  segments. 


Isotope  Calibration  Procedures.  The  measured  ratio  of  6Li/7Li 
varies  somewhat  from  the  expected  isotopic  ratio  depending  on 
instrument  parameters  (see:  RESULTS  AND  DISCUSSION) .  Since 
accurate  measurement  of  the  ratio  is  of  fundamental  importance  to 
our  applications,  we  have  devised  a  calibration  procedure  for 
converting  the  measured  ratios  in  unknown  samples  (referred  to  as 


MR. 


A 


7)  to  the  expected  true  isotope  ratios  expressed  on  the  mass 

'  * £ _ a  a i. i u •  a  urn  \ 

6/7  J 


scale  (referred  to  as  the  Mass  Isotope  Ratio,  MIRfi/7) 


The  calibration  procedure  consists  of  isotopic  analyses  of  a 
set  of  isotope  calibration  standards  prepared  by  incremental 
additions  from  a  highly  enriched  6Li  solution  to  solutions  of 
natural  Li  such  as  to  provide  standard  solutions  whose  Li 
concentration  is  in  the  range  of  0.1-0. 5  ug/ml,  but  MIRg,7  values 
vary  over  the  expected  range  of  the  ratios  from  the  unknown 
samples.  Isotope  standards  are  analyzed  in  an  intermittent 
fashion  with  the  unknown  samples.  Additionally,  as  there  were 
initial  concerns  with  respect  to  the  possibility  of  matrix 
effects,  we  have  also  prepared  similar  isotope  calibration 
standards  from  natural  matrices  (human  urine,  plasma,  red  cells) 
spiked  both  with  known  amounts  of  natural  Li  and  incremental 
additions  of  highly  enriched  6Li  (see:  RESULTS  AND  DISCUSSION) . 


Chemical  Separation  Scheme.  Following  initial  evaluation  of 
a  number  of  separation  procedures,  we  have  adopted  the  procedure 
given  in  Fig.  7. 


Stable  Isotopes  and  Natural  Lithium  Standards.  Highly- 
enriched  GLi2C03  (wt%  ^Li=94.88)  was  obtained  from  Oak  Ridge 
National  Laboratory  (Oak  Ridge,  TN,  USA) .  Appropriate  amount  of 
the  material  was  dissolved  in  deionized  water,  its  resultant 
total  Li-concentration  measured  with  flame  atomic  absorption 
spectrophotometry  (Perkin-Elmer  Model  5000,  Norwalk,  CT,  USA) . 

The  resultant  stock  solution  was  used  in  all  experiments  as  the 
primary  source  of  6Li.  Similarly,  natural-lithium  standard 
solution  (1000  ug/ml,  Traceables,  MCB  Reagents,  EM  Science,  NJ, 
USA)  was  employed  as  the  stock  solution  for  all  natural  lithium 
used  in  this  work.  All  working  standards  were  derived  from  these 
two  sources  of  lithium.  This  assured  internal  consistency 
regardless  of  any  possible  systematic  errors  in  the  measurements 
of  Li  concentrations  in  the  primary  standards. 


Others . 
purchased. 


All  chemicals  were  analytical  reagent  grade  used  as 
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SCHEME  1 


For  samples  of  red  cells  and  serum  (2-3  ml) ,  digest 
using  10  ml  cone.  HN03,  and  similar  quantity  of  H^C^. 
For  urine  samples  (5  ml)  skip  steps  1-3  inclusively. 

Evaporate  to  a  small  drop;  add  water  and  repeat  2-3 
times)  to  remove  as  much  acid  as  possible) . 

Adjust  pH  to  6. 5-7.0  with  KOH. 

Apply  solution  to  anion-cation  double  column*,  add  20 
ml  water  to  the  columns. 

Disconnect  anion-exchange  column;  elute  Li  from  the 
cation-exchange  column  with  about  40  ml  0.9  N  HC1. 

Evaporate  solution  until  volume  is  about  25  ml;  measure 
6Li/7Li  with  ICP/MS . 

Also  measure  isotope  calibration  standards 
intermittently  with  the  unknowns. 

Measure  Li  concentrations  in  the  original  sample  with 
atomic  absorption  spectrophotometry. 

♦Column  preparation; 

Anion-exchange  column:  Dowex  1-X8  (Bio-Rad 

Laboratories,  Richmond,  CA,  USA),  100-200 
mesh,  chloride  form,  1X5  cm  column  filled  to 
about  3  cm  height. 

Cation-exchange  column:  Dowex  50W-X16,  200-400 

mesh,  hydrogen  form,  1x20  cm  column  filled  to 
about  17  cm. 

Poured  columns  are  connected,  then  washed  with  50 
ml  6N  HCl,  followed  by  50-100  ml  water  until 
pH  is  about  6.5. 
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Development  of  an  integrated  analytical  method  for  accurate 
isotopic  analysis  of  Li  with  ICP/MS  requires  careful  scrutiny  of 
a  number  of  issues.  We  have  examined  these  issues  below. 


Instrumental  Issues.  Instrument  parameters  of 
significance  to  accurate  measurement  of  isotope  ratios  are: 
various  background  and  interference  problems,  achievable 
precision  and  stability  of  isotope  ratio  measurements,  linear 
dynamic  range  of  the  instrument  with  respect  to  isotope  ratios, 
and  any  matrix  effects  on  the  measured  values  of  the  isotope 
ratios. 


Background  and  Interferences.  Fortunately,  background  ions 
such  as  those  generated  from  the  argon-plasma,  isobaric 
interferences,  and  interferences  related  to  interactions  between 
reagents  and  the  argon-plasma  appear  not  to  play  a  major  role  for 
stable  isotopes  of  Li.  This  is  fortunate  because  the  limited 
number  of  stable  isotopes  of  this  element  does  not  permit 
selection  of  stable  isotopes  as  is  the  case  for  other  elements 
such  as  Se  or  Fe.  Typical  ion  intensities  observed  for  m/z=6,7 
are  listed  in  Table  XVI  for  the  cases  of  relevance  to  this 
application.  Based  on  these  data,  the  general  background 
intensities  recorded  at  m/z=6,7  correspond  to  0.0003-0.0006  ug/ml 
of  Li  of  natural  composition.  Lithium  concentration  of 
samples  resulting  from  studies  with  manic-depressive  patients  is 
in  the  ug/ml  range3  so  that  the  observed  background  intensities 
are  negligible  and  do  not  necessitate  corrections. 


The  effect  of  background  ions  on  the  measured  ratio  of  the 
isotope  pair  of  interest  could  be  important  for  some  trace 
elements.  For  lithium,  this  does  not  appear  to  constitute  a 
limitation  at  natural  Li  concentrations  >0.05  ug/ml  (Table  XVI). 
The  data  summarized  in  Table  XVI  have  not  been  corrected  for 
background.  If  this  is  done,  it  is  clear  that  the  resultant 
value  of  MR6/7  will  be  significantly  different  from 
the  uncorrected  value  only  for  Li  concentration  <0.05  ug/ml.  For 
instance,  at  lithium  concentrations  of  0.01  or  0.10  ug/ml  the 
background-corrected  values  of  MRg/7  are  0.0651  and  0.0631, 
respectively.  These  compare  with  the  uncorrected  values  of 
0.0667+0.0006  and  0.0632+0.0004,  respectively.  However,  it  is 
also  clear  from  the  data  of  Table  XVI  that  MRg /7  assumes  a 
decreasing  value  with  increasing  lithium  concentration.  This  is 
larger  than  the  expected  measurement  precision  for  lithium 
concentrations  <0.05  ug/ml.  The  reason  for  the  observed  change 
is  not  clear  to  us,  but  could  be  related  to  mass  fractionation  of 
the  two  isotopes.  From  a  practical  perspective,  this  is  not  a 
limitation  as  long  as  the  lithium  concentration  is  maintained 
above  0.10  ug/ml,  and  this  can  be  readily  accomplished. 


An  important  issue  related  to 


potential  utility  of  this  technique  for  accurate  isotopic 
analysis  is  the  stability  of  the  measured  ion  beam  ratios  (MRg^7) 


during  the  entire  measurement  period  (typically  up  to  eight 
hours) .  Although  the  present  version  of  the  instrument  is  capable 
of  reasonable  ion  beam  stability  continuous  operation  over 
several  hours  entails  significant  ion  beam  drifts.  As  is  evident 
from  the  data  given  in  the  table,  ion  intensities  at  m/z=7 
underwent  a  continuous  negative  drift  amounting  to  over  30%  of 
the  initial  value  during  the  5-hour  observation  period.  This 
coupled  with  unknown  matrix  effects  preclude  use  of  this  method 
for  accurate  quantitative  isotopic  analysis  at  present  time 
(unless  in  vitro  isotope  dilution  analysis  is  employed) . 

However,  as  clearly  illustrated  from  the  data  of  Table  XVII,  the 
measured  ratios  (MRg,7)  are  independent  of  any  instrument  drift. 

The  data  given  in  the  last  column  of  the  table  indicate  that  no 
systematic  drift  took  place  and  that  the  values  of  MR6/7  were 
always  within  the  expected  measurement  precision  of  the 
technique.  This  independence  has  also  been  shown  for  other  trace 
elements  where  instrument  ion  beam  drift  is  substantially  greater 
than  shown  in  Table  XVII,  and  appears,  at  least  at  this  time,  to  be 
a  general  characteristic  of  this  method.  Therefore,  we  conclude 
that  the  measured  ion  beam  ratios  (MRg,7)  are  constant  within  the 
expected  measurement  precision  of  abour  1%  (RSD) . 

Dynamic  Linear  Range.  The  numerical  value  of  the  measured 
ion  beam  ratio  for  any  given  isotope  pair  (for  Li:  MRg/7)  is  not 
necessarily  identical  with  the  corresponding  true  isotope  ratio 
(MIR6  ,7=0.0687) .  The  measured  ratio  varies  significantly  for 
different  instrument  operating  conditions.  The  magnitude  of  the 
deviation  between  these  two  parameters  depends  on  the  specific 
element.  However,  for  accurate  quantitative  analysis  this  does 
not  constitute  a  difficulty  as  long  as  a  quantitative  relationship 
between  the  two  parameters  (MRg/7  vs.  MIRg/7)  can  be  demonstrated. 
If  this  relationship  were  linear  over  the  range  of  isotope  ratios 
of  interest  to  these  studies,  then  the  task  of  converting  the 
values  of  MRg  ,7  to  their  corresponding  values  of  MIRg,7  would,  of 
course,  have  been  simplified.  ' 

Data  demonstrating  the  linear  relationship  between  MR6  ,7  and 
MIR6/,7  are  given  in  Table  XVIII.  Four  sets  of  data  are  given, 
each'  set  obtained  by  spiking  any  given  matrix  of  interest  with  a 
constant  level  of  natural  Li,  but  increasing  levels  of  6Li  in 
order  to  obtain  a  known  but  variable  MIRg,7.  The  resultant 
spiked  samples  were  then  processed  according  to  Fig.  7.  The  data 
clearly  demonstrates  an  important  feature  of  the  method: 
excellent  dynamic  linearity  over  the  range  of  isotope  ratio  of 
interest  to  human  metabolic  studies.  It  should  be  noted  here 
that  the  spiked  standards  had  been  processed  according  to  the 
separation  procedure  (Fig.  7),  so  that  lack  of  matrix  effect  is 
contingent  upon  removal  of  the  major  matrix  constituents. 

As  will  be  shown  later,  the  small  differences  observed  in 
the  linear  regression  parameters  for  different  matrices  (Tables 
XVIII,  XIX)  are  not  of  quantitative  consequence.  This  then 
indicates  that  it  should  be  a  relatively  easy  task  to  convert  the 
measured  values  of  MRg/7  for  any  set  of  unknown  samples  to  their 
corresponding  values  ox  MIR g^7  through  a  simple  calibration 


Table  XVI 


Ion  Intensity  vs.  Li  Concentration  and  MR 


Li  Cone,  n  Time 
(ug/ml)  (min) 


( ions/s) 


1 

6/7 


^6/7 


0 

10 

0-30 

42±  2 

3961  5 

0.106  10.004 

0.01 

5 

30-45 

74  3±3 1 

111591431 

0.066710.0006 

0.05 

5 

45-61 

3254±56 

5005611093 

0.065010.0009 

0.10 

5 

61-74 

7444170 

1177521651 

0.063210.0004 

0.50 

3 

74-86 

372891398 

58615015409 

0.063610.0002 

0 

5 

86-94 

481  2 

4791  18 

0.099610.003 

^Each  set  of  data  corresponds  to  mean  of  multiplicate  (n=3- 
10)  serial  measurements,  each  consisting  of  ten  sequential 
measurements  (see  Experimental  Section). 


Table  XVII  -  Ion  Beam  Stability  and  its  Effect  on  MRg^y1 


Time 
(min. ) 

Ion  Intensity  for  m/z=7 
( ions) 

%Z\ 

***6/7 

%z\ 

0-3 

17528017440 

0.0 

0.0650+0.0006 

0.0 

27-30 

19041514216 

+8.6 

0.065310.0011 

+  0.5 

53-56 

18026618422 

+2.8 

0.064910.0006 

-0.2 

78-81 

15848116467 

-9.6 

0.065210.0004 

+  0.2 

106-109 

16577012613 

-5.4 

0.065010.0006 

0.0 

135-138 

15436612118 

-11.9 

0.065710.0006 

+  1.1 

166-169 

14180912413 

-19.1 

0.065710.0011 

+  1.1 

193-196 

13360813331 

-23.8 

0.065310.0008 

+  0.5 

218-221 

11693811127 

-33.3 

0.065410.0007 

+  0.6 

250-253 

12197213450 

-30.4 

0.064910.0007 

-0.2 

300-303 

12082113144 

-31.1 

0.064410.0006 

-0.9 

^•data  are  for  a  1  ug/ml  Li  solution  run  continuously  for  5  hours. 
Each  data  point  corresponds  to  the  meanlSD  of  ten  sequential 
measurements . 
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procedure.  For  isotope  calibration  standards,  water  serves  as  a 
proper  matrix.  This  simplifies  preparation  of  calibration 
standards  considerably. 

Overall  Matrix  Effects  on  MR6/7.  Biological  matrices  of 
interest  to  these  studies  are  complex,  presenting  many  as  yet 
unknown  interactions  with  the  argon-plasma.  These  interactions 
could  modify  the  measured  ratios  of  any  given  isotope  pair  to  the 
extent  of  introducing  significant  errors  of  measurement.  We  have 
investigated  the  overall  effect  of  matrix  on  the  measured  ratio 
(MR6y7)  at  different  isotope  ratios  for  various  matrices  of 
interest  to  this  project.  The  results  of  these  investigations 
have  been  summarized  in  Table  XIX.  These  data  were  obtained  by 
spiking  subsamples  of  the  matrices  of  interest  with  Li  (natural) 
and  6Li  in  such  a  manner  as  to  achieve  the  desired  isotope  ratio. 
The  so-spiked  samples  were  then  processed  according  to  Fig.  7. 

It  is  clear  from  these  data  that  there  are  no  major  intermatrix 
effects  for  MR6/7.  As  has  also  been  discussed  above  in  relation 
to  isotope  standards,  the  linear  regression  parameters  of  the 
isotope  calibration  plots  appear  to  be,  in  large  part, 
independent  of  the  matrix.  In  addition,  as  will  be  discussed  in 
a  subsequent  section  use  of  any  of  the  matrices  for  the 
preparation  of  isotope  calibration  standards  yields  identical 
results  with  respect  to  isotopic  content  of  unknown  samples. 

These  observations  taken  collectively  support  the  suggestion  that 
matrix  effect  is  not  an  issue  of  concern  to  quantitatively 
accurate  isotopic  ratio  analysis  for  Li  as  long  as  the  proposed 
separation  scheme  (Fig.  7)  is  employed. 

Accuracy  of  Isotopic  Analyses.  The  overall  accuracy  of  the 
isotopic  procedure  was  tested  on  subsamples  of  urine,  red  cells, 
and  serum  each  of  which  had  been  spiked  with  a  known  amount  (25.9 
ug)  of  natural  lithium.  Each  spiked  subsamples  was  treated 
according  to  Fig.  7  with  6Li-spiked  standards  were  prepared  from 
biological  matrices  as  well  as  deionized  water.  The  elemental 
content  of  each  test  subsample  was  then  determined  using  each 
series  of  isotope-spiked  calibration  plots  separately.  The 
results  of  chese  analyses  have  been  summarized  in  Table  XX.  The 
data  demonstrate  that  the  overall  reproducibility  of  the 
analytical  procedure  is  1-2%.  Furthermore,  absolute 
determinations  are  accurate  to  better  than  3%.  There  are  no 
systematic  errors  resulting  from  matrix  effects,  so  that 
preparation  of  matrix-matched  spiked-standards  does  not  appear  to 
be  a  necessity.  This  is  consistent  with  similar  studies  carried 
out  with  this  technique  for  other  trace  elements.  It  should  be 
emphasized  that  the  data  given  in  Table  XX  are  based  on  the 
concept  of  isotope  dilution  analysis  and  thus  any  incomplete 
recoveries  inherent  in  the  scheme  are  not  reflected  in  the 
results  nor  are  they  cause  for  concern. 
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Table  XVIII  -  Linear  Regression  Parameters  for  the  Relationship 
Between  MR6y7  and  MIR6^7 


Spiked  Matrix 

Water 

RBC 

Urine 

Serum 


1.362 

1.332 

1.336 

1.386 


■0.0318 

■0.0248 

■0.0307 

■0.0369 


0.998 

0.9991 

0.9998 

0.9984 


Mr. 


;=(a)x(MIR6/7)-b 

«IR6/7  .  is  the  value  of  isotope  ratio  (wt/vt)  as  determined  from  a 
knowledge  of  the  total  amounts  of  6Li  and  7Li  introduced  in  each 
solution. 


Table  XIX  -  Matrix  Independence  of  MR6^7 


MIR6/7* 

(Water) 

Sample  Matrix 
(Serum) 

(Urine) 

(RBC) 

0.0687 

0.0610 

0.0616 

0.0598 

0.0608 

±.0008 

±.0006 

± .0008 

±.0007 

0.1439 

0.1570 

0.1544 

0.1553 

0.1558 

±.0016 

±.0020 

±.0015 

±.0025 

0.2946 

0.3517 

0.3506 

0.3422 

0.3514 

±.0052 

±.0036 

±.0042 

±.0032 

0.4526 

0.5383 

0.5308 

0.5370 

0.5349 

±.0037 

±.0050 

±.0070 

±.0080 

0.5913 

0.7225 

0.7181 

0.7005 

0.7135 

±.0040 

±.0078 

±.0064 

±.0076 

0.7954 

0.9933 

0.9963 

0.9696 

0.9693 

±.016 

±.013 

±.0094 

±.014 

*mir6/7:  Calculated  value  of  isotope  ratios  (wt/wt)  based  on  the 
measured  amounts  of  isotopes  used  in  preparing  each  solution. 


CONCLUSIONS 


Accurate  measurement  of  the  two  stable  isotopes  of  Li  is  a 
prerequisite  in  the  studies  of  Li-pool  sizes.  This  requirement 
can  now  be  met  with  a  method  which  is  also  capable  of  a 
relatively  high  sample  throughput.  This  is  in  clear  contrast  to 
such  other  methods  of  isotope  ratio  mass  spectrometry  as  Thermal 
Ionization  Mass  Spectrometry  (TI/MS)  which  suffer  from  the  major 
limitation  of  unrealistically  low  sample  throughput  to  permit 
conduct  of  human  studies.  This  new  method  of  in  vivo  Stable 
Isotope  Dilution  ( in  vivo  SID)  should  permit  investigation  of 
whether  blood  lithium  concentrations  represent  an  accurate 
reflection  of  body  lithium  stores. 
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